Untangling of knotted urethral catheters.
Intravesical catheter knotting during micturating cystourethrography is a rare but recognized complication of the procedure. We were able to untangle a knot utilizing a fluoroscopically guided vascular guidewire. Following this success, a small study was performed using a model. Various types of guidewires and techniques were tested for different diameters of knots in order to predict the likelihood of success in this type of situation.